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5. 510(k) Summary 

 

General 
Provisions 

 
Submitter Name: Merit Medical Systems, Inc. 
Address: 1600 West Merit Parkway 
 South Jordan, UT 84095 
Telephone Number: (801) 316-4956 
Fax Number: (801) 253-6982 
Contact Person: David Thomas 
Date of Preparation: July 10, 2015 
Registration Number: 1721504  

Subject Device  

 
Trade Name:  Elation™ Wireguided Balloon Dilation 

Catheter  
Common/Usual Name:   Wireguided Balloon Dilation Catheter 
Classification Name: Biliary catheter and accessories 
 

Predicate Device 

 
Trade Name:  CRE™ Wireguided Balloon Dilatation 

Catheter  
Classification Name: Biliary catheter and accessories 
Premarket Notification:   K112994 
Manufacturer:  Boston Scientific Corporation 
 

Classification 

 
Class II 
21 CFR § 876.5010 
FDA Product Code: FGE 
Review Panel: Gastroenterology/Urology 
 

Intended Use 

 
The Elation™ Wireguided Balloon Dilation Catheters are intended for 
use in adult and adolescent populations to endoscopically dilate 
strictures of the alimentary tract.  Also indicated in adults for 
endoscopic dilation of the Sphincter of Oddi with or without prior 
sphincterotomy.   
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Device 
Description 

The Elation™  Wireguided Balloon Catheters are multi-lumen 7.5F 
catheters with a dilation balloon on the distal tip.  The catheter is 
designed to pass through the working channel of an endoscope and 
accept a guidewire through its guidewire lumen.  This catheter comes 
packaged with a floppy tip guidewire preloaded in the guidewire 
lumen.  A guidewire locking device, packaged in the unlocked position, 
is attached to the guidewire hub of the catheter.  

 
The dilation balloon will be available in catheter lengths of 180 cm and 
240 cm, balloon length of 5.5 cm and in six balloon sizes.  Each 
balloon size will inflate to at least three different diameters for the 
specified inflation pressures.  The balloon will be identifiable with both 
endoscopic and radiopaque marker bands. A glow-in-the-dark tag that 
can be read in low light conditions is attached to the catheter shaft. 
The tag indicates diameter and corresponding pressure of the balloon. 
 
The balloon will be available in twelve configurations of multiple 
lengths and diameters – six are for the Esophageal Pyloric Biliary 
dilation and six for the Esophageal Pyloric Biliary Colonic dilation.   

Comparison to 
Predicate Device 

 

The Elation™ Wireguided Balloon Dilation Catheter has the same 
technological features as the CRE™ Wireguided Balloon Dilatation 
Catheter by Boston Scientific Co.(K112994).  Both balloons are 
multistage that come in three distinct diameters ranging from 6 to 20 
mm for six balloon sizes.  Both catheters pass through a working 
channel endoscope of an equivalent size.  Both systems utilize a  
floppy tip guidewire of an equivalent size.  Both catheters are 180 cm 
and 240 cm in length and use a 7.5F catheter.  The balloons for the 
CRE™ Balloon and the Elation™ Wireguided Balloon Dilation 
Catheter are both manufactured from Pebax material. 
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Safety & 
Performance 

Tests 

 

No performance standards have been established under Section 514 
of the Food, Drug and Cosmetic Act for these devices.  Performance 
testing of the subject Elation™ Wireguided Balloon Dilation Catheter 
was conducted based on the risk analysis and based on the 
requirements of the following international standards and guidance 
documents: 

ISO 594-1: 1986 (E) Conical fittings with a 6% (Luer) taper for 
syringes, needles, and certain other medical equipment – Part 1: 
General Requirements 

ISO 594-2: 1998 (E) Conical fittings with a 6% (Luer) taper for 
syringes, needles, and certain other medical equipment – Part 2: Lock 
fittings 

ISO 10555-1: 2013 – Intravascular catheters – Sterile and single use 
catheters – Part 1: General Requirements  

ISO 10555-4: 2013 - Intravascular catheters –  Sterile and single use 
catheters  - Part 4: Balloon dilatation catheters  

ASTM F 640 – 12 Standard Test Methods for Determining Radiopacity 
for Medical Use  

Class II Special Controls Guidance Document for Certain 
Percutaneous Transluminal Coronary Angioplasty (PTCA) Catheters, 
September 8, 2010. 

ISO 11135:2014, Sterilization of health care products – Ethylene 
oxide-Requirements for the development, validation and routine 
control of a sterilization process for medical devices 

ISO 10993-1:2009, Biological Evaluation of Medical Devices Part 1: 
Evaluation and Testing within a risk management process. 

FDA guidance Required Biocompatibility Training and Toxicology 
Profiles for Evaluation of Medical Devices, May 1, 1995 

ISO 10993-5:2009, Biological evaluation of medical devices – Part 5: 
Tests for in vitro cytotoxicity 

ISO 10993-7:2008, Biological Evaluation of Medical Devices – Part 7 
Ethylene Oxide sterilization residuals 

ISO 10993-10:2010, Biological evaluation of medical devices – Part 
10: Tests for irritation and skin sensitization.  
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Safety & 
Performance 
Tests cont. 

 

AAMI/ANSI/ISO 11607-1:2006, Packaging for terminally sterilized 
medical devices – Part 1 – Requirements for materials, sterile barrier 
systems and packaging systems (Sterility) 

ASTM D4169-09, Standards Practice for Performance Testing of 
Shipping Containers and Systems (Sterility) 

ISO 2233 (2000), Packaging – Complete, filled transport packages 
and unit loads – conditions for testing 

Performance Testing-Bench 

• Radiopacity 
• Catheter Length 
• Tip Perforation 
• Guidewire Insertion 
• Endoscope Catheter Insertion and Withdrawal 
• Radiopaque Marker Band Location 
• Balloon Diameter 
• Balloon Deflation Time 
• Balloon Burst / Freedom from Leakage 
• Distal Catheter Joints Tensile 
• Proximal Catheter Joints Tensile 
• Catheter Pushability 
• Catheter Kink 
• Kink Recovery 

 

Biocompatibility 

The biocompatibility evaluation for the Elation™ Fixed Wire Balloon 
Dilation Catheter was conducted in accordance with the FDA Blue 
Book Memorandum #G95-1 “Use of International Standard ISO-
10993, ‘Biological Evaluation of Medical Devices Part 1: Evaluation 
and Testing,’” May 1, 1995, and International Standard ISO 10993-1 
“Biological Evaluation of Medical Devices − Part 1: Evaluation and 
Testing Within a Risk Management Process,” as recognized by FDA. 
The battery of testing included the following tests: 

• Cytotoxicity 
• Sensitization 
• Irritation 
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Summary of 
Substantial 
Equivalence 

Based on the indications for use, design, safety and performance 
testing, the subject Elation™ Wireguided Balloon Dilation Catheter 
meets the requirements that are considered essential for its intended 
use and is substantially equivalent to the predicate device, the CRE™ 
Wireguided Balloon Dilatation Catheter, K112994. 
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